Room Name: Description: # Registration R. Date
K133 Ultrasound GE LOGIQ9 34540 3/23/2006
K133 GE, probe 4D16L 34544 3/23/2006
K133 GE, probe 7L 31138 3/24/2004
K133 GE, probe 4D3C-L 32216| 12/3/2004
K133 GE, probe M7C 31137 3/26/2004
K133 GE, probe M12L 34541| 3/23/2006
K133 GE, probe 9L 34542 3/23/2006
K133 GE, probe 4S
K133 GE, probe 4C
K133 GE, probe 3.5C 34543| 3/23/2006
k134 Ultrasound GE LOGIQ E9 40061| 12/23/2009
k 134 GE, probe C1-5 40062| 12/22/2009
k134 GE, probe 9L-D 40063| 12/22/2009
k 134 GE, probe ML6-15 40064| 12/22/2009
k 134 GE, probe S1-5 40065| 12/22/2009
k 134 GE, probe RAB 2-5-D 40066 12/22/2009
k135 Phillips 1U22 incl 3 probes
k134 Ultrasound GE LOGIQE9 incl 4 probes
K 140 Ultrasound HITACHI HA700 37303| 1/10/2008
K 140 Hitachi, probe 13-6.
K 140 Hitachi, probe 5-1.
K 140 Ultrasound HITACHI HA710 42573 1/16/2012
K 140 Hitachi, probe 5-1.
K 140 Hitachi, probe 13-5.
K 140 Hitachi, probe 7.5.
K140 EUS probe, OLYMPUS GF-UE 160 1911239
K 140 EUS probe, OLYMPUS GF-UE 160 1111724
K140 EUS probe, OLYMPUS UCT180 1110475
K 140 EUS probe, PENTAX EG-3870UTK
2nd Floor [Ultrasound GE LOGIQ9 NO4011US42 3/26/2004
2nd Floor |GE, probe M12L 31136 3/26/2004
2nd Floor |GE, probe 4c
Others:
K133 Ultrasound Scan GE system 5

Ultrasound Scan GE system 5

Ultrasound VScan GE portable

Ultrasound VScan GE portable

Ultrasound Scan Sonosite
Ultrasound Animal Scann

portable 180

Visual Sonics Vevo 2010
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Destination:
Informatics Dep.
Fisics Dep.

Prof. Gilja's office
PT. Zanzibar
Africa

Vivarium

Coments:
with 2 probes
with 2 probes

with 2 probes: 3-5C and 5L
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